Datamaster Thermometer Certifications
Location: Vancouver |

Technician: Dale M. Johnson

Digitat Reference Thermometer Serial # 091802

Digital Reference Thermometer Certified on July 2, 2003

The following tabie lists the Datamaster instruments | maintain. Aiso listed is the date
that the simulator thermometer was certified using a digital reference thermometer
ceilibrated by ICL Calibration Labs. The calibration report shows the computed
expanded unceriainties and meets NIST requirernents. The thermometers were
certified in accordance with WAC 448-13-035.

Datamaster Serial #  Theomometer Serial # Location Date
949113 B951325 Longview PD 971172003
949130 B951246 Klickitat Co Jail 9132003
949262 BYS1327 Cowlitz Co SO 971172003
949152 BY51372 Wooeland PD _ 9/16/2003
949100 1702 Cowlitz Co Jail 9/11/2003
249170 B951333 White Salmon SO H715/2003
949145 C20001710 Camas PD 911572003
949125 BYS51452 Kelso PD 971172003
249140 B951322 Scale 72 9/16/2003
9491635 - BY931442 Wahkiakum Co Jail 9716/2003
949259 C20001861 Skamania Co Jail 9 15/2003
949266 C20001863 WSP Vancouver 8/ iEI'BUUK
249096 BY51232 Clark Co Jail 01872003
949072 BY51243 Clark Co fait 9/8/2003
949038 P79480 Battleground PD 9/8/2003

| certify (declare) under penalty of perjury under the laws of the State of Washington that the
foregoing is true and correct (RCW 9A.72.085)

/0 /5//03 VANGCOw R
Signature Date Location Signed (city)




Datamaster Thermometer Certifications

Location: Tacoma

Technician: Tpr. Denny Stumph
Digital Reference Thermometer: 091803

Digital Reference Thermometer Certified on: 5-01-2003

The following table lists the DataMaster instruments | maintain. Also listed is the date
that the simulator thermometer was certified using a digital reference thermometer
calibrated by ICL Calibration Labs. The calibration report shows the computed

expanded uncertainties and meets NIST requiremnts. The thermometers were
certified in accordance with WAC 448-13-035.

Datamaster Serial # Thermometer Serial # Location Date
949184 F94783 FIFE PD 7/28/2003
949189 B20001200 ‘ FIRCREST 7/28/2003
949204 B20001198 WSP DISTRICT 7/28/2003
949200 C20001866 PUYALLUP 7/29/2003
949248 B951227 BONNEY LK PD 7/29/2003
949213 C20001697 TACOMA PD 7/30/2003
949215 C20001710 SUMNER 7/30/2003
949217 B20001193 GIG HARBOR 7/30/2003
949219 E953213 SOUTH HILL SO 7/30/2003
949171 B951528 PUYALLUP TRIB  7/31/2003
949193 B20001199 EATONVILLE 8/6/2003
949181 C20001696 MCCHORD 8/7/2003
949209 C20001854 BUCKLEY 8/7/2003
949212 B20001197 LAKEWOOD SO 8/7/2003
921121 B20001194 MT. RAINIER 8/14/2003
949093 B20001203 LOANER 7/28/2003
949270 C20001704 LOANER I 7/28/2003

| certify (declare) under penalty of perjury under the laws of the State of Washington that the foregoing is true

o t (RCW 9A.72.085)
‘ &% F75-2 TXE g g

Signature Date Location Signed (city)




31 July, 2003

\
C To: Hearing Examiners
‘ Department of Licensing

From: Trooper Randolph Vranish
The following table lists the Datamaster instruments I maintain, Also listed is the date that the simulator

thermometer was certified using a thermometer calibrated by ICL Calibration Labs. The calibration report
clearly shows the computed expanded uncertainties and meets NIST requirements.

DATE DATAMASTER SIMULATOR REFERENCE
‘ THERMOMETER THERMOMETER
SERIAL # SERIAL #

15 May, 2003 949177 B951923 091800

23 May, 2003 949186 B951370 091800

18 June, 2003 949188 A2000758 091798

26 May, 2003 949190 A2000757 091800

25 June, 2003 949190 A2000757 091798

6 June, 2003 949191 20001876 091800

19 June, 2003 949191 20001876 091798

17 May, 2003 949192 B20001106 091800

18 June, 2003 949192 B20001106 091798

22 May, 2003 949194 20001856 091800

26 June, 2003 949194 20001856 091798

. 19 June, 2003 949195 B951436 091798
C 3 24 July, 2003 949195 B951436 091798
18 June, 2003 949203 20001731 091798
19 June, 2003 949205 B95150 091798

27 May, 2003 949208 B2000967 091800

27 June, 2003 949208 B2000967 091798

28 May, 2003 949214 B2000969 091800

18 June, 2003 949214 B2000969 091798

22 May, 2003 949247 B951446 091800

26 June, 2003 949247 B951446 091798

9 June, 2003 949251 B95558 091800

4 June, 2003 .949258 B20001104 091800

20 June, 2003 949258 B20001104 091798

3 June, 2003 949269 C20001858 091800

19 June, 2003 949269 C20001858 091798

I certify (declare) under penalty of perjury under the laws of the state of Washington that
the foregomg is true and correct. (RCW 9A.72.085.)

Randolph P. Vranlsh 831 _ Marysville, Washington / A ag, 2093
Trooper, Washington State Patrol (Place Signed) ' (Dateégigned)




Datamaster Thermometer Certifications

Location: Spokane
Technician: Tpr. Brian Bowers
Digital Reference Thermometer: 091796

Digital Reference Thermometer Certified on: 6-17-2003

The following table lists the Datamaster instruments | maintain. Also listed is the
date that the simulator thermometer was certified using a digital reference
thermometer calibrated by ICL Calibration Labs. The calibration report shows the
computed expanded uncertainties and meets NIST requirements. The
thermometers were certified in accordance with WAC 448-13-035.

Datamaster Serial # Thermometer Serial # Location Date
949166 A20012528 DEER PARK SO 6/25/2003
949034 G942562 VALLEY SO RIGHT 6/26/2003
949056 (942676 VALLEY SO LEFT 6/26/2003
949167 A20012530 MEDICAL LAKE PD 6/26/2003
949024 E954342 AIRWAY HEIGHTS PD  6/27/2003
949050 B20001116 WSP NORTH 6/27/2003
949131 E953630 CHENEY PD 6/27/2003
949178 B20001117 FAIRCHILD AFB 6/27/2003
949201 C20001729 PSB LEFT 6/27/2003
949202 B951315 PSB RIGHT 6/27/2003
949027 . G941429 COLFAX SO 7/1/2003
949062 B20001118 PULLMAN PD 7/1/2003
949053 (942497 DAVENPORT SO 7/3/2003
949173 C20001728 WELLPINIT PD 7/3/2003
949030 B20001119 CHEWELAH PD 7/11/2003
949123 B20001121 COLVILLE SO 7/11/2003
949021 G942498 NEWPORT SO 7/16/2003
949058 B20001122 REPUBLIC SO 7/23/2003

| certify (declare) under penalty of perjury under the laws of the State of Washington that the
foregoing is true and correct (RCW 9A.72.085)

“BOFS o /03103 _TORAE WK,

Signature Date Location Signed (city)




August 18, 2003

To:  Hearing Examiners
Department Of Licensing

From: Trooper Korthuis-Smith

The following table lists the Datamaster Instruments I maintain. Also listed is the date
that the simulator thermometer was certified using a thermometer calibrated by ICL
Calibration labs. The calibration report clearly shows the computed expanded
uncertainties and meets NIST requirements. The thermometers were certified in accordance
with WAC 448-13-035,

DATE DATAMASTER 7 SIMULATOR REFERENCE
THERMOMETER THERMOMETER
SERIAL # SERIAL #

July 09 2003 949142 B951339 091797

July 09 2003 949168 B20001240 091797

July 09 2003 - | 949150 B951306 091797

July 09 2003 949151 B951351 091797

July 09 2003 949153 A20012493 091797

July 09 2003 949040 B20001244 091797

July 10 2003 949147 B951380 091797

July 10 2003 949164 A20012492 091797

July 10 2003 949163 B951334 091797

July 28 2003 949149 B951376 091797

August 8, 2003 949004 B951377 091797

July-09, 2003 949146 'B20001243 091797

July 09, 2003 949148 E954395 091797

August 18, 2003 949134 B951448 091797

August 18, 2003 949169 B20001240 091797

I certify (declare) under penalty of perjury under the laws of the state of Washington that
the foregoing is true and correct. (RCW 9A.72.085)

Dwayne Korthuis-Smith, 753 Tumwater, Washington

Trooper, Washington State Patrol - (Place signed) Date Signed:

W /7 20023




Datamaster Thermometer Certifications

Location: King County

Technicians: Tpr. Ken Denton, Tpr. Steve Luce, Tpr. Doug Jones

Digital Reference Thermometer: 091800, 091801

Digital Reference Thermometer Certified on: 3-11-2003

The following table lists the Datamaster instruments | maintain. Also
listed is the date that the simulator thermometer was certified using a
digital reference thermometer calibrated by ICL Calibration Labs.
The calibration report shows the computed expanded uncertainties
and meets NIST requirements. The thermometers were certified in

accordance with WAC 448-13-035.

Datamaster Serial #

949277
949185
949265
949260
949229
949207
949218
949224
949275
949261
949246
949252
949235
949271
949187
949236
949221
949223
949225
949226
949232
940033
949263

Thermometer Serial #

B20012551
C20001867
B20001112
B20001110
E953165
C20001877
B20001088
B951240
B20012551
C20001712
A20012537
C20001719
B20001095
E952379
B20001101
B20001107
B951328
B951916
B20001102
B951449
A20012536
B2000976
B20001099

Location

West Seattle
Shoreline

SPD South

SPD Traffic
Kenmore

SPD West
SPDN

SPDE

SPD South West
Des Moines
Mobile DUI Van
UWPD

Bellevue P.D.
Federal Way
Auburn PD
Kent PD
Snoqualmie

Mercer Island P.D.

Burien SO
Algona PD
Issaquah

Sea Tac POS
Bothell

Certification Date

3/19/03
5/7/03

5/13/03
5/16/03
5/19/03
5/20/03
5/20/03
5/21/03
5/29/03
6/4/03

6/12/03
6/16/03
6/19/03
6/19/03
6/20/03
6/20/03
6/24/03
6/24/03
6/24/03
6/24/03
6/24/03
6/25/03
6/25/03



949155 B20001093 Vashon Island 6/26/03

949231 B20001094 RJC Kent 6/26/03
949241 B951230 Clyde Hill 6/26/03
949228 B951451 Tukwilla 6/27/03
949216 C20001732 Renton 6/30/03
949242 A2000821 Maple Valley 6/30/03
949256 A20012545 Enumclaw 6/30/03
949211 B20012548 Pier 46 POS 7/2/03
949227 E953003 Redmond 7/1/03
949272 B951920 Kirkland 7/7/03
949274 C20001722 Lk Forest Park 7/8/03

| certify (declare) under penalty of perjury under the laws of the State of Washington that the
foregoing is tr%}ef and correct (RCW 9A.72.085)

7

; £ : o7 -63 SEaTILE
‘Signature Date Location Signed (city)

TPR STENE. LUCE



patamaster 1 nermometer Certitfications
Location: Kennewick

Technician: Sidney L. Grant

Digital Reference Thermometer: 082709

Digital Reference Thermometer Certified on: 07-11-2003

The following table lists the Datamaster instruments | maintain. Also listed is the date
that the simulator thermometer was certified using a digital reference thermometer
calibrated by ICL Calibration Labs. The calibration report shows the computed
expanded uncertainties and meets NIST requirements. The thermometers were
certified in accordance with WAC 448-13-035.

Datamaster Serial #  Thermometer Serial # Location Date
949025 B2000-978 Franklin Co Jail 9/16/2003
949020 B2000-1189 Franklin Co Jail 9/16/2003
949044 B95-979 Columbia Co Jail 9/16/2003
949045 B2000-1192 Garfield Co Jail 9/16/2003
521042 B2000-1188 Garfield Co Jail 9/16/2003
949048 F94-866 Asotin Co Jail 9/16/2003
949026 B95-975 Adams Co Jail 9/16/2003
949126 A2000-756 Connell PD 9/16/2003
949049 B2000-1187 Benton Co Jail 9/16/2003
949243 B2000-1191 Benton Co Jail 9/16/2003
921051 B95-977 Benton Co Jail 9/16/2003
949008 B2000-1190 Prosser PD 9/17/2003
949041 B2000-966 Walla Walla Co Jail 9/17/2003
921048 B2000-1185 Walla Walla Co Jail 9/17/2003
949029 B2000-1183 Othello PD 9/18/2003
949019 B95-978 Kennewick WSP 9/18/2003

| certify (declaye) under penalty of perjury under the laws of the State of Washington that the

forego e and correct (RCW 9A.72.085)

10123 MM\&C‘ {2A.
vSignature Date Location Signed (city)




DATAMASTER THERMOMETER CERTIFICATIONS

Location: Burlington

Technician: Trooper Judy H. Lewis

Digital Reference Thermometer: 091795 and 091798

Digital Reference Thermometer certified on: 091795 — 06-20-03 & 091798 — 06-10-03

The following table lists the Datamaster insttuments I maintain. Also listed is the date that the
simulator thermometer installed in the simulator used with each listed Datamaster was certified
using a digital thexmometer calibrated by ICL Calibration Labs. The calibration report clearly

shows the computed expanded uncertainties and meets NIST requirements. The thermometers
were certified in accordance with WAC 448-13-035.

DATE DATAMASTER  SIMULATOR SIMULATOR REFERENCE
THERMOMETER THERMOMETER
SERIAL # SERIAL #
23 June, 2003 949014 G2452 B20001091 091798
23 June, 2003 949067 G5199 B20001089 091798
23 June, 2003 949077 G6854 B20001165 091798
23 June, 2003 949156 G6911 B20001166 091798
23 June, 2003 949179 G5316 B20001164 091798
23 June, 2003 949039 G2435 B20001100 091798
23 June, 2003 949075 G6921 C20001859 091798
23 June, 2003 949103 G7211 B20001090 091798
24 June, 2003 949089 G5346 B20001096 091798
24 June, 2003 949127 G7018 B95980 091798
24 June, 2003 949042 G6700 B20001167 091798
24 June, 2003 949159 \ G1532 B951234 091798
24 June, 2003 949011 G1765 B951244 091798
24 June, 2003 949174 G7751 C20001878 091798
24 Junc, 2003 949031 G6909 B20001171 091798
24 June, 2003 949154 G7008 B95970 091798
24 June, 2003 949068 G6910 B20001168 091798
30 June, 2003 949132 G6737 A2000753 091798
30 June, 2003 949032 G2472 B95985 091798
02 July, 2003 949268 G6925 B20001097 091798
05 Aug, 2003 949070 'G6923 B20001170 091795
06 Aug, 2003 949144 G2471 B%5969 091795

I certify (declare) under penalty of petjury under the laws of the state of Washington that the
foregoing is true and correct (RCW 9A.72.085)

\'v *
% H X .
Jddy 1. Lewis 544 Burlington, Washington T-/6-QF

Trooper, Washington State Patrol ~ (Place signed) (Date Signed)



September 8, 2003
To:  Ms. Tonya Marney
Department of Licensing

From: Ms. Ruth Cramer

The following table lists the DataMaster instruments I maintain. Also listed is the date that the
simulator thermometer was certified using a digital reference thermometer calibrated by ICL
Calibration Laboratories, Inc. The calibration report shows the computed expanded uncertainties and
meets NIST requirements. The thermometers were certified in accordance with WAC 448-13-035.

Digital Reference Thermometer 091797 was certified on April 2, 2003.
Digital Reference Thermometer 302173 was certified on July 28, 2003.

DATAMASTER LOCATION SIMULATOR DIGITAL DATE TIME
THERMOMETER REFERENCE

SERIAL NUMBER | THERMOMETER

SERIAL NUMBER
949009 Thurston County Jail | B951310 091797 July 8, 2003 09:16 am
949090 Olympia PD B951304 091797 July 3, 2003 10:15 am
949105 Centralia PD B951299 091797 June 20, 2003 12:30 pm
949128 LaceyPD B951241 091797 July 3, 2003 10:40 am
949133 Morton PD B951324 302173 August 29,2003 | 10:57 am
949135 Yelm PD B20001176 - 091797 July 8, 2003 08:18 am
949180 Ohanapecosh RS B20001178 302173 " August 29, 2003 | 09:41 am
949198 Steilacoom PD B20001177 091797 July 7, 2003 04:50 pm
949210 Tenino PD B20001180 091797 June 20, 2003 01:15pm
949220 Fort Lewis PMO | B951297 302173 August 21, 2003 | 11:32 am
949267 Lewis County Jail B20001179 091797 June 20, 2003 11:59 am

I certify (declare) under penalty of perjury under the laws of the State of Washington that the foregoing
is true and correct (RCW 9A.72.085)

QI (e

- Signature

Date

Location Signed (city) 2




Datamaster Thermometer Certifications
Location: Spokane

Technician: Tpr. Brian Bowers

Digital Reference Thermometer: 091796

Digital Reference Thermometer Certified on: 6-17-2003

The following table lists the Datamaster instruments | maintain. Also listed is the
date that the simulator thermometer was certified using a digital reference
thermometer calibrated by ICL Calibration Labs. The calibration report shows the
computed expanded uncertainties and meets NIST requirements. The
thermometers were certified in accordance with WAC 448-13-035.

Datamaster Serial # Thermometer Serial # Location Date
949166 A20012528 DEER PARK SO 6/25/2003
949034 G942562 VALLEY SO RIGHT 6/26/2003
949056 G942676 VALLEY SO LEFT 6/26/2003
949167 A20012530 SPARE 6/26/2003
949024 E954342 AIRWAY HEIGHTS PD  6/27/2003
949050 B20001116 WSP NORTH 6/27/2003
949131 E953630 CHENEY PD 6/27/2003
949178 B20001117 FAIRCHILD AFB 6/27/2003
949201 C20001729 PSB LEFT 6/27/2003
949202 B951315 PSB RIGHT 6/27/2003
949027 G941429 COLFAX SO 7/1/2003
949062 B20001118 PULLMAN PD 7/1/2003
949053 G942497 DAVENPORT SO 7/3/2003
949173 C20001728 WELLPINIT PD 7/3/2003
949030 B20001119 CHEWELAH PD 7/11/2003
949123 B20001121 COLVILLE SO 7/11/2003
949021 (942498 NEWPORT SO 7/16/2003
949058 B20001122 REPUBLIC SO 7/23/2003

| certify (declare) under penalty of perjury under the laws of the State of Washington that the
foregoing is true and correct (RCW 9A.72.085)

OS5 REE O oA,

~ Date Location Signed (city)




Location; Yakima

" Technician: Trooper Doug Dorich

Digital Reference Thermometer: 091794

Digital Reference Certified on: 4/15/03

Datamaster Serial #

949018
949007
949199
948001
949003

949006

949254
949002
949010
949013
949015
940278
881077

Thermometer Serial #

B20001125
B20001126
B20001175
F94853
F94-863
B20001113
F94862
F94861
F94859
B20001124
F94857

B20001113 |

B20001114

Datamaster Thermometer Certlflcatlons

Location

Grandview PD
Yakima Co, Jail
Mattawa PD
Cle Elum Scale 53
Kittitas Co. Jail
Yakima Co. Jalil
Sunnyside PD
Yakima WSP
Yakima PD
Toppenish PD
SPARE
Yakima Co. Jail
Yakima Tribal PD

Date

4/28/2003
5/26/2003
6/17/2003
6/19/2003
7/9/2003 .
7117/2003
8/4/2003
8/18/2003 -
10/20/2003
10/3/2003
8/6/2003

- 12/12/2003

10/20/2003

I certify (declare) under penalty of perjury undar the laws of the State of Washington that the
foregoing is true and correct (RCW 9A.72.085)

e

A, ‘-/

Signature

Yakima .
Location Signed (city)



Datamaster Thermometer Certifications

Location: Chelan, Douglas, Grant ,Okanogan Counties

Technician: Jon Martin

Digital Reference Thermometer 091793

Digital Reference Thermometer certified on 08-14-2003

The following table lists the Datamaster instruments | maintain. Also
listed is the date that the simulator thermometer was certified using a
digital reference thermometer calibrated by ICL Calibration Labs.
The calibration report shows the computed expanded uncertainties
and meets NIST requirements. The thermometers were certified in

accordance with WAC 448-13-035.

Datamaster Serial #

" 949017
949022
949023
949033
949037
949046
949047
949051
949052
949054
949059
949060
949065
949079
949085
949087
949182

Thermometer Serial #

G942491
G942561
F941079
G942486
F94871
G942490
B20001158
F941071
F941074
G942556
G942563
B2000968
B20001151
B20001173
B20001155
B20001157
B20001156

Location

Wenatchee (CCSO)
Ephrata

Moses Lake PD
Quincy PD
Brewster PD
Chelan PD

Twisp PD

Grand Coulee PD
Royal City PD
Okanogan (OCSO)
E. Wenatchee PD
Oroville PD
Tonasket PD
Wenatchee (CCSO)
Bridgeport (DCSO)
Omak PD
Nespelem

Certification Date

9/22/2003
10/9/2003
9/24/2003
9/24/2003
9/24/2003
9/25/2003
10/24/2003
9/23/2003
10/9/2003
9/25/2003
9/22/2003
11/26/2003
11/26/2003
9/22/2003
9/23/2003
9/25/2003
10/24/2003

| certify (declare) under penalty of perjury under the laws of the State of Washington that the

Wekbes, Wi

Location Signed (cit})





